Wang J, Yao Z and Poon AW (2015) Silicon-nitride-based integrated optofluidic biochemical sensors using a coupled-resonator optical waveguide. Front. Mater. 2:34. doi: 10.3389/fmats.2015.00034 Silicon-nitride-based integrated optofluidic biochemical sensors using a coupled-resonator optical waveguide Silicon nitride (SiN) is a promising material platform for integrating photonic components and microfluidic channels on a chip for label-free, optical biochemical sensing applications in the visible to near-infrared wavelengths. The chip-scale SiN-based optofluidic sensors can be compact due to a relatively high refractive index contrast between SiN and the fluidic medium, and low-cost due to the complementary metal-oxide-semiconductor (CMOS)-compatible fabrication process. Here, we demonstrate SiN-based integrated optofluidic biochemical sensors using a coupled-resonator optical waveguide (CROW) in the visible wavelengths. The working principle is based on imaging in the far field the outof-plane elastic-light-scattering patterns of the CROW sensor at a fixed probe wavelength. We correlate the imaged pattern with reference patterns at the CROW eigenstates. Our sensing algorithm maps the correlation coefficients of the imaged pattern with a library of calibrated correlation coefficients to extract a minute change in the cladding refractive index. Given a calibrated CROW, our sensing mechanism in the spatial domain only requires a fixed-wavelength laser in the visible wavelengths as a light source, with the probe wavelength located within the CROW transmission band, and a silicon digital charge-coupled device/CMOS camera for recording the light scattering patterns. This is in sharp contrast with the conventional optical microcavity-based sensing methods that impose a strict requirement of spectral alignment with a high-quality cavity resonance using a wavelength-tunable laser. Our experimental results using a SiN CROW sensor with eight coupled microrings in the 680 nm wavelength reveal a cladding refractive index change of~1.3 × 10 −4 refractive index unit (RIU), with an average sensitivity of 281 ± 271 RIU −1 and a noise-equivalent detection limit of 1.8 × 10 −8~1 .0 × 10 −4 RIU across the CROW bandwidth of~1 nm.
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Introduction
In recent years, the increasing demands of medical diagnostics outside a clinic or a laboratory and self-monitoring for personal healthcare have highly motivated the rapid research and development of portable, low-cost biochemical sensors (Estevez et al., 2012) . Particularly, miniaturized, label-free biochemical sensors are highly desired in order to be readily deployed at or carried to the sensing environment and to readout in real-time, quantitative biochemical information about the environment (Vollmer et al., 2008) . Among various demonstrated chip-scale photonic biochemical sensors, optical microresonatorbased biosensors featuring optical resonances with a high quality (Q) factor (10 3~1 0 4 ) promise a high sensitivity [few tens to hundreds of nanometer resonance shift per refractive index unit (RIU)], a low detection limit (10
0 −4 RIU) and a compact footprint (few to hundreds of micrometer square) (De Vos et al., 2007; Ciminelli et al., 2013; Sedlmeir et al., 2014) . However, such high-Q microcavity-based sensors working in the spectral domain are constrained by a narrow resonance bandwidth as the sensing window, which requires a strict resonance alignment and thus may compromise the reliability of the sensor system. Besides, the sensing implementation typically requires a precision wavelengthscanning setup, such as a wavelength-tunable laser, which may limit the portability of the sensor system.
Other than microcavity-based biochemical sensors, integrated interferometric optical biochemical sensors also attract increasing attentions. Various kinds of interferometer structures, including Mach-Zehnder interferometers (MZI) (Densmore et al., 2008; Kozma et al., 2009; Duval et al., 2013; Halir et al., 2013; Dante et al., 2015) , Young interferometers (Ymeti et al., 2007) , and Hartman interferometers (Xu et al., 2007) have been adopted as integrated interferometric biochemical sensors, demonstrating a high sensitivity (10   2~1   0 4 rad/RIU) along with a low detection limit (10
One key merit of such integrated interferometric sensors is that they require a relatively simple configuration, which typically comprises a fixed-wavelength laser source and a photodetector. However, these interferometric sensors are not tolerant to equipment noises that cause output intensity variations, such as laser intensity variations.
Previously, our research group has proposed a coupledresonator optical waveguide (CROW)-based biochemical sensing scheme using what we termed "pixelized pattern detection" in the spatial domain (Lei and Poon, 2011) . The scheme employs the discrete transition of the CROW eigenstate excited at a fixed laser wavelength upon a small change in the cladding refractive index, ∆n, and detects the resulting change in mode-fieldintensity distribution by far-field measurement of the out-of-plane elastic-light-scattering intensity patterns. Such a sensing scheme in principle only requires relatively simple optical sources and imaging systems including a fixed-wavelength laser and a camera. Recently, we have experimentally demonstrated a proof of concept of such a chip-scale CROW-based sensor on the siliconon-insulator (SOI) platform in the 1550 nm telecommunication wavelengths (Wang et al., 2014) . We have extended the scheme by detecting the continuous modulation of the CROW modefield-intensity distribution at a fixed wavelength upon a ∆n by correlating the elastic-light-scattering patterns with reference patterns at the CROW eigenstates. Compared with interferometric sensors, the correlation analysis allows our sensing scheme to be more tolerant to equipment noises that are common to all pixels of the CROW sensor yet do not cause a spectral shift, including laser intensity variations. Our previous experiment demonstrated a ∆n of~1.5 × 10 −4 RIU and a noise-equivalent detection limit (NEDL) of 2 × 10 −7~9 × 10 −4 RIU. However, the choice of the SOI platform and the experimental setup configuration (including a 1550 nm laser, an optical amplifier and an InGaAs camera) render our previous work not practical for pointof-care optical biochemical sensing applications. Particularly, in order to leverage the wide availability of smartphones for biochemical sensing (Lakshminarayanan et al., 2015) , it would be advantageous to switch the operational wavelength of the sensor from the telecommunication wavelengths to the visible or nearinfrared wavelengths that can be readily recorded using highresolution silicon charge-coupled device (CCD)/complementary metal-oxide-semiconductor (CMOS) cameras. In this paper, we report our experimental demonstration of the CROW-based biochemical sensors in the visible wavelengths in the silicon-nitride (SiN) platform. The SiN platform is transparent to the visible and near-infrared wavelengths (Gorin et al., 2008; Subramanian et al., 2013) and its fabrication process is CMOS-compatible. After the CROW calibration steps, our sensing scheme in principle only requires a fixed-wavelength, lowoutput-power, visible laser source, and a silicon CCD/CMOS camera for recording out-of-plane light-scattering patterns from the top-view. This offers a promising opportunity to integrate the CROW sensor with a smartphone that is equipped with a compact laser source and a high-resolution camera with a properly designed optical interface for future smartphone-based point-ofcare applications. Figure 1 illustrates the principle of the CROW-based biochemical sensor following our previous work (Wang et al., 2014) . Here, we outline the key concepts of the principle for understanding this work. Figure 1A schematically shows a SiN CROW sensor comprising eight coupled microring resonators with identical design, coupled to input and output bus waveguides in an add-drop filter configuration. For a perfect CROW comprising C coupled identical single-mode resonators, the inhomogeneously broadened transmission spectrum features a combination of split mode resonances, with each mode slightly shifted from the original resonance frequency due to inter-cavity-coupling effect. Therefore, the eigenstate number N within each transmission band always equals to the resonator number C. While a perfect CROW exhibits distinctive mode-field-amplitude distributions at eigenstates, the pair of symmetric and anti-symmetric splitmodes at different eigenfrequencies have non-distinctive modefield-intensity distributions. In practice, a CROW inevitably suffers from fabrication imperfections. The coupled resonators are no longer identical nor are identically coupled. The symmetry breaking between the pair of symmetric and anti-symmetric split-modes therefore results in distinctive mode-field-intensity distributions at all discernable eigenstates. The resulting phase disorders and coupling disorders can result in the split mode resonances to be spectrally overlapped. Therefore, in the presence of structural non-uniformity, N could be equal to or smaller than C (N ≤ C). Figure 1B schematically illustrates the inhomogeneously broadened transmission bands upon applying cladding refractive indices n 0 and n 0 + ∆n, for an imperfect eight-microring CROW exhibiting a complete set of eight distinctive eigenstate mode-field-intensity distributions. With the mode-field intensity of each microring integrated as a pixel, we denote the pixelized one-dimensional pattern at the eigenstate as {A j }, with j indexing the eigenstate. Any mode-field-amplitude distribution at an arbitrary wavelength, λp, within the CROW transmission band upon n 0 can be expressed by a linear superposition of the complete set of eigenstate mode-field-amplitude distributions upon n 0 . Therefore, we are able to uniquely identify any pixelized mode-field-intensity profile at λp upon n 0 , B(λp), as shown in inset (i), with {A j } by a correlation analysis. Upon a small ∆n applied homogenously to the cladding, we can uniquely identify by the correlation analysis any pixelized mode-field-intensity distribution at λp upon n 0 + ∆n, T(λp), as shown in inset (ii), with {A j }.
Principle and Methods

Principle and the Sensing Algorithm
As in our previous work (Wang et al., 2014) , we adopt the Pearson's correlation coefficient, ρ, in order to analyze the degree of correlation between a pixelized pattern at an arbitrary probe wavelength λp, B(λp), and the pixelized patterns at the eigenstate wavelengths λ j , A(λ j ). For a CROW with a number of coupled single-mode cavities, C, and a number of discernable eigenstates, N (≤C), we define ρ at λp for A(λ j ) as follows:
(1) where j = 1, 2, . . ., N is the eigenstate number, and i = 1, 2, . . ., C is the cavity (pixel) number. A(i, λ j ) and B(i, λp) are the pixel values normalized to the total intensity of the entire patterns, respectively. The bar sign denotes the mean of the entire pixelized pattern over C pixels.
We adopt the Pearson's correlation coefficient approach to describe the linear dependence of the measured and calibrated intensity distributions. The Pearson's correlation approach is insensitive to both level and scale variations of the intensity distributions. Therefore, the approach is tolerant to equipment noise sources, such as uniform background light imaged onto the camera and the intensity variation of the laser source, which are common to all pixels and do not cause a spectral shift. However, this approach still suffers from the noises that cause a spectral shift, such as a wavelength drift of the laser source and thermal variations in the test environment.
Here, we detail our sensing algorithm following our previous work (Wang et al., 2014) . Figure 2 shows a flow chart illustrating our sensing algorithm including calibration. We first generate a library of correlation coefficients For sensing, we first measure the pixelized mode-field-intensity pattern in a buffer solution at a fixed probe wavelength λp (which is generally offset from λ 0 ) as B(λp) ( Figure 1B) . We correlate B(λp) with the eigenstate patterns {A j } in order to extract {ρ j (λp)}. We look for the closest match of {ρ j (λp)} with the library
and the second-principal (second-largest) component, ρ s , of {ρ j (λp)} in order to streamline the pattern recognition process (Wang et al., 2014) . We thus obtain a unique equivalent refractive index change for the buffer solution, ∆n B , which is only due to the offset between λp and λ 0 . We repeat the same procedure for measuring the pattern at λp upon the test solution, T(λp), and obtain another unique equivalent refractive index change ∆n T . Finally, we obtain ∆n = ∆n T − ∆n B .
Transfer-Matrix Modeling of Imperfect CROW Sensors
We model imperfect SiN CROWs in 680 nm wavelengths using transfer-matrix method with empirical inputs (Wang et al., 2014) (see Supplementary Materials S1 and S2). We measure and accumulate statistics of the measured waveguide widths and coupling gap widths from scanning-electron microscope (SEM) characterization of our fabricated devices. We sample six waveguide widths and three coupling gap width in one coupling region, and measure a total of eighteen coupling regions in two representative eightmicroring CROW devices (see Supplementary Material S3). The statistics of the waveguide widths and the coupling gap widths approximately follow two Gaussian distributions. We extract the fabricated waveguide width of 427.5 ± 1.1 nm and coupling gap spacing of 129.1 ± 1.0 nm. In the modeling, we assume that the two Gaussian distributions are independent, and we generate a set of varied waveguide widths and coupling gap spacing randomly distributed across the CROW using the Gaussian number generator in Matlab.
We study the effects of these empirical inputs on the device parameters, including the waveguide effective refractive index, n eff , and the inter-cavity coupling coefficient, κ. We calculate using the numerical finite-element method (FEM) (COMSOL RF module) the n eff of a SiN channel ridge waveguide for the transversemagnetic (TM)-polarized mode, as a function of waveguide width around 427.5 nm at a fixed waveguide height of 300 nm upon a water upper-cladding. We adopt the measured material refractive index of the deposited 300 nm-thick SiN film as a function of wavelength using ellipsometry. The mean value of the calculated n eff is 1.5994 ± 0.0003 at 686 nm. We choose the TM polarization mode in order to obtain a large evanescent field exposure near the waveguide top surface for better light-analyte interaction. We calculate the coupling coefficient in each directional coupling region as a function of the coupling gap spacing, assuming the waveguide width is fixed at 427.5 nm. We estimate the waveguide propagation loss upon a water upper-cladding to be relatively high at~17 dB/cm based on our measurements. We attribute this primarily to surface-roughness-induced scattering losses from the waveguide sidewall. We apply the designed racetrack arc radius and interaction length into the modeled CROW. We find from our FEM calculations a linear relationship between ∆n and the resulting effective refractive index change ∆n eff , which we apply to our transfer-matrix modeling (see Supplementary Materials S1 and S2).
Device Fabrication
We fabricate the CROW devices in a 4 ′′ silicon wafer. The silicon wafer is first grown with a~2 µm-thick thermal oxide. We grow nitrogen-rich SiN by plasma-enhanced chemical vapor deposition (PECVD) (SiH 4 :NH 3 = 25:40 (sccm), 300°C, 13.56 MHz). The thickness of SiN layer is~300 nm. We fabricate the CROW device pattern by electron-beam lithography (JEOL JBX-6300FS) using a positive electron-beam resist ZEP-520A. We transfer the device pattern to the SiN layer by inductively coupled plasma etching with C 4 F 8 and SF 6 gases (STS ICP DRIE Silicon Etcher). Figure 3A shows the optical micrograph of the fabricated SiN eight-microring CROW device. The racetrack microring comprises two half circles with a radius of 20 µm and two straight waveguides with an interaction length (Lc) of 4 µm. We design the waveguide width to be 450 nm and the coupling gap spacing to be 100 nm. Figure 3B shows a zoom-in-view optical microscope image of the CROW. Figure 3C shows a SEM picture of the coupling region.
We fabricate a microfluidic chamber on a polydimethylsiloxane (PDMS) layer. We pattern a SU8 film by contact photolithography as a mold in order to form the PDMS microfluidic channel by imprinting. The designed dimension of microfluidic channel is 8 mm × 2 mm × 50 µm (length, width, and height). We use a puncher to make two holes, each with a diameter of 1 mm, as an inlet and outlet for solution delivery. The diced silicon chip and the PDMS microfluidic layer are treated with oxygen plasma and directly bonded, with the microfluidic channel encompassing the CROW sensor. The bonded PDMS-SiN interface is stable enough for repeating the sensing experiments for many times under a relatively high fluidic pump pressure. Figure 3D schematically shows the cross-sectional view of the optofluidic chip. Figure 3E schematically shows the experimental setup. The wavelength-tunable laser light in the 680 nm wavelengths is endfired into a tapered 3 µm-wide SiN waveguide through an objective lens (NA = 0.65). The laser power before coupling into the chip is~2 mW. The polarization is controlled by a half-wave plate before a polarizing beam splitter. The output light from the throughput-or drop-port is collected using a multimode lensed fiber to a silicon power meter and a lock-in amplifier.
Experimental Method
For elastic-light-scattering pattern imaging from the top view, we use a long-working-distance microscope objective lens (20× Mitutoyo Plan Apo, NA = 0.42) and a CCD camera (Diagnostic Instruments, Inc., RT3) with 1600 × 1200 pixels (7.4 µm-sized pixels). The camera has an effective differential cooling of −43°C and an 8-bit analog-to-digital conversion in data readout. We fix the exposure time as 60 ms and the gain of~1. For background subtraction, we set the probe wavelength in between the CROW transmission bands in order to obtain a background image.
In order to acquire the library of calibrated correlation coefficients, we scan the laser wavelength in steps of 0.02 nm over 2 free spectral ranges (FSRs) of the CROW sensor. We record at each wavelength eight successive images over a time period of 4 s (at 2 frames/s). We take average of these successive images in order to reduce the systematic equipment noise contribution. In the sensing tests, we inject the buffer and test solutions, and start recording the images after the scattering pattern is stabilized upon an essentially static fluidic medium. We record over 50 successive images during a time period of 25 s at a fixed probe wavelength.
In order to calibrate the spectral sensitivity of the CROW, we prepare NaCl solutions with mass concentrations from 1 to 5% (in steps of 1%) and test the transmission band spectral shifts upon a ∆n. Between each measurement, we rinse the chip by injecting deionized (DI) water using a fluidic pump. We obtain the resonance spectral shifts by fitting the throughput-transmission spectra with a sum of multiple inverted Lorentzian lineshapes, each centered at the resonance (eigenstate) wavelength. The overall transmission band shift is taken as the average value of the spectral shifts of all the eigenstates. Figure 4 shows the modeling results for N = C (see Supplementary Material S4 for modeling results corresponding to the case N < C). Figure 4A schematically shows an imperfect SiN CROW with varied waveguide width and coupling gap width of each microring. Inset shows the numerically calculated waveguide mode-field-amplitude profile in the TM mode at 686 nm wavelength. Figure 4B shows the modeled throughput-and droptransmission spectra of an imperfect eight-microring CROW. We define the CROW transmission bandwidth, ∆λ BW , as the spectral range between the first and last discernable eigenstates within the transmission band. Figure 4C shows the modeled pixelized patterns at the eight eigenstates. Figure 4D shows the calculated library
Results
Modeling Results
} as a function of ∆n, with ∆n d = 2.523 × 10 −2 and ∆n i = 3.6 × 10 −4 RIU. Figure 4E shows the calculated differential correlation coefficients per unit ∆n, given as |d
We define the CROW sensitivity (in units of RIU −1 ) at an arbitrary λp within the transmission band as the larger
| of the ρ p and ρ s . Figure 4F shows the modeled sensitivity as a non-linear function of λp. The sensitivity in the transmission band spans a range from~73 to~1440 RIU −1 , with an average sensitivity of~553 ± 290 RIU −1 . We quantify the non-uniformity of the sensitivity by the ratio of SD value to average sensitivity value. A lower ratio value suggests a more uniform sensitivity. The extracted non-uniformity ratio from 
(F) Calculated sensitivity as a function of λp. The red dashed-line indicates a sensitivity of 772 RIU −1 at λp = 688.14 nm. Figure 4F is~0.52. Although such a sensitivity variation is not ideal, we can obtain a practical sensitivity within a wide enough wavelength window without fine-tuning the probe wavelength.
As an example, we can set a practical sensitivity of~100 RIU −1 in order to sense a ∆n down to 10 −5 RIU (assuming a noiseinduced uncertainty of correlation coefficients of~±10 −3 ). From Figure 4F , the width of the probe wavelength window with a sensitivity >100 RIU −1 is 1.1 nm. We consider this sufficiently wide for sensing with a practical sensitivity at an arbitrarily set probe wavelength. If a higher practical sensitivity of, say, 200 RIU −1 is desired, the width of the probe wavelength window with a sensitivity >200 RIU −1 narrows to~1.06 nm. Here, we arbitrarily choose λp at 688.14 nm near the center of the CROW transmission band ( Figure 4B ) in order to model the sensing test. The sensitivity at λp is~772 RIU −1 . Figure 5 illustrates the modeled sensing results. Figure 5A shows the modeled pixelized patterns at λp, B(λp) and T(λp), assuming a water buffer (n 0 = 1.331) and an arbitrarily chosen ∆n value of 2.50 × 10 −3 RIU, respectively. Figure 5B shows the two sets of correlation coefficients extracted from the two modeled pixelized patterns without and with ∆n. The ρ p and ρ s without ∆n are ρ 4 and ρ 5 , respectively. The ρ p and ρ s with ∆n are ρ 5 and ρ 3 , respectively. Figures 5C,D show the zoom-in view of the calculated library { ρ ′ j ( λ 0 ) } as a function of ∆n. Insets show the detailed mappings of ρ p and ρ s with the library. We extract using linear interpolation from the library ∆n = ∆n T − ∆n B = 2.52 × 10 −3 RIU, which agrees with the arbitrarily chosen ∆n value. We attribute the deviation of 2 × 10 −5 RIU to the interpolation error. In principle, the maximum error upon the sampling interval in the library is given by ± ∆n i /2, which is~1.8 × 10 −4 RIU given the assumed ∆n i value. Figure 6 summarizes the characterization results upon a buffer solution (DI water). Figure 6A shows the measured TM-polarized transmission spectra with DI water upper-cladding. The measured FSR of~1.80 nm is consistent with the microring circumference. The CROW exhibits an inhomogeneously broadened transmission band, with a ∆λ BW of~1.10 nm. We discern eight eigenstates within each transmission band (labeled by I to VIII for the first transmission band, and I ′ -VIII ′ for the second transmission band in Figure 6A) . Figure 6B shows the measured elastic-light-scattering images at eigenstates I-VIII. We observe a non-uniform scattering image profile across each microring. We attribute this to the extra modulation of the surface roughness and local defects to the intrinsic mode-field-intensity distributions. We notice an obvious "local hotspot" in the coupling region between microring 3 and microring 4 in all the light-scattering images. We attribute that to the larger surface roughness localized in the coupling region between microring 3 and microring 4. We integrate within a certain window the elastic-light-scattering intensity of each microring to form a single pixel. The window excludes the coupling region in order to avoid scattering-induced crosstalks between the coupled waveguides and local hotspots. Here we normalize the patterns with the estimated contributions of the surfaceroughness-induced scattering as a step for pattern correction (see Supplementary Material S5). Figure 6C shows the corrected pixelized mode-field-intensity patterns at the eight eigenstates. We use the corrected pixelized patterns for sensing. Figure 6D shows the measured library of the calibrated correlation coefficients as a function of ∆n. Here, we calibrate the sensor by scanning the laser wavelength over ±∆λ (∆λ = 0.7 nm) about the center of the CROW transmission band spanning a FSR upon a fixed buffer solution (DI water), with a minimum wavelength step of 0.02 nm. This interval corresponds to a ∆n i of 3.5 × 10 −4 RIU, based on the calibrated linear spectral sensitivity of~57.30 nm/RIU of the CROW sensor (see Supplementary Material S6). We also convert ∆λ back to ∆n using the calibrated linear spectral sensitivity. The corresponding range of ∆n d is ±1.2 × 10 −2 RIU. Figure 6E shows the calculated |dρ Figure 6F shows the calculated sensitivity as a function of λp over the λ 0 ± ∆λ range. The calculated sensitivity value shows highly non-uniform profiles. The sensitivity ranges from~15 tõ 1420 RIU −1 , with an average value of~281 ± 271 RIU −1 . The extracted non-uniformity ratio from Figure 6F is~0.96. The width of the probe wavelength window with a sensitivity >100 RIU −1 is 0.88 nm. Whereas, the width of the probe wavelength window with a sensitivity >200 RIU −1 narrows to~0.48 nm, which is still relatively tolerant to set a probe wavelength. In conventional microcavity-based sensing methods, the sensitivity is only applicable within the high-Q transmission band (~0.1 nm in De Vos et al., 2007) , which is generally much narrower than our probe wavelength window. We define the NEDL at λp as the uncertainty of extracted ∆n. We repeat the extraction of ∆n values based on ρ p and ρ s at each λp for eight times and calculate the SD of the eight extracted ∆n values. Figure 6G shows the extracted NEDL values as a function of λp, which shows a high dependence on the choice of λp. The NEDL values range from~2 × 10 −8 to~1 × 10 −4 RIU. We observe particularly low NEDL values (~10 −8 RIU) at λp aligning with the eigenstate wavelengths. We attribute the low NEDL at each eigenstate to the particularly low uncertainty of ρ p (~±10 −6 − 10 −4 ) close to 1 at each eigenstate. Upon eight repeated tests at a fixed probe wavelength at each eigenstate, the measured pixelized patterns only slightly deviate from the calibrated eigenstate distributions due to the low noise in the cooled silicon CCD camera and the low thermo-optic coefficient of SiN. The low uncertainties of ρ p at each eigenstate are converted into particularly low NEDL values.
Calibrating the CROW Sensor in a Buffer Solution
In order to quantify the sensing resolution, here we define the resolution of the CROW sensor as the lowest refractive index change that can be sensed reliably and repeatedly. In practice, there are two main limiting factors to the resolution. One is the interpolation error in extracting ∆n. The other is the NEDL taking into account all the noise sources that our correlation approach is not tolerant to. Therefore, given a calibration interval of ∆n i (3.5 × 10 −4 RIU), the worst resolution is 1.8 × 10 −4 RIU given ± ∆n i /2 (1.8 × 10 −4 RIU) and the NEDL (~1.8 × 10 −8 − 1.0 × 10 −4 RIU in Figure 6G ). The interpolationerror-limited resolution (±∆n i /2) suggests that a ∆n below ∆n i /2 may not be tested reliably or repeatedly. The resolution can be improved by adopting a finer ∆n i .
We also calibrate the CROW sensor in the adjacent transmission band (see Supplementary Material S7). The pixelized mode-field intensity patterns at eigenstates I ′ -VIII ′ show a high similarity with the corresponding patterns at eigenstates I-VIII, respectively. The extracted sensitivity and NEDL range are both close to the calibrated results of the first transmission band.
Blind Sensing Test Results
We implement blind sensing tests at three different probe wavelengths (λ p1 , λ p2 , and λ p3 ) within the CROW transmission band. We prepare one buffer solution (DI water) and three NaCl solutions, X, Y, and Z, with different mass concentration values unknown to the researcher conducting the sensing tests. We study the images upon the buffer solution at the initial stage and upon rinsing after each sensing test. We confirm that the pixelized pattern returns to the baseline pattern (see Supplementary Material S8). Sensing at an Arbitrarily Set Probe Wavelength λ p1 Figure 7 shows the sensing results at an arbitrarily set probe wavelength λ p1 (687.06 nm) near the center of the CROW transmission band. The sensitivity at λ p1 is~214 RIU −1 (see Figure 6F) . The NEDL at λ p1 is~4 × 10 −6 RIU (see Figure 6G ). Figure 7A shows the measured elastic-light-scattering images of the CROW upon the buffer solution and the three test solutions at λ p1 . Figure 7B shows the corresponding pixelized patterns. Figure 7C shows the corresponding calculated correlation coefficients. Figures 7D-G show the mapping of ρ p and ρ s in the buffer solution and the three test solutions with the library. Insets (i)-(viii) show the mapping ρ p and ρ s to the corresponding ∆n B or ∆n T using linear interpolations in between ∆n i .
We acquire for solution X a ∆n X of~(7.75 ± 0.02) × 10 −3 RIU and for solution Y a ∆n Y of~(1.08 ± 0.04) × 10 −3 RIU, both corresponding to a relatively large ∆n but still within ∆n d . We acquire for solution Z (Figure 7G ) a ∆n Z of~(1.3 ± 0.3) × 10 −4 RIU. For all three solutions, we convert from the measured ∆n values the sensed concentration values (see Table 1 ), which show a good agreement with the prepared values.
Sensing at λ p2 Aligned with Eigenstate I Figure 8 shows the sensing results at a specifically chosen probe wavelength λ p2 (687.38 nm) aligned with eigenstate I. The sensitivity at λ p2 is~279 RIU −1 (see Figure 6F) . The NEDL at λ p2 is 2 × 10 −8 RIU (see Figure 6G) , which is much lower compared with that at λ p2 . Figure 8A shows the measured elastic-lightscattering images upon the buffer solution and the three test solutions. Figure 8B shows the corresponding pixelized patterns. Figure 8C shows the corresponding calculated correlation coefficients. Figures 8D-G (Figure 8G ), we acquire a ∆n Z of (0.5 ± 0.1) × 10 −4 RIU, corresponding to a mass concentration of~(0.03 ± 0.01)%. This, however, shows a significant deviation from the prepared concentration [~(0.070 ± 0.002)%]. We attribute this deviation to a not sufficiently fine calibration of the library and the error from linear interpolation. The calibrated response of ρ p around the eigenstate is in the proximity to the maximum (unity). The limited sampling resolution of ∆n i may not be sufficient to describe the response around an extremum.
Sensing at λ p3 Near Eigenstate VII Figure 9 shows the sensing results at another specifically chosen probe wavelength λ p3 (686.42 nm). We specifically set λ p3 at the blue-edge of the transmission band near eigenstate VII. The sensitivity at λ p3 is~541 RIU −1 (see Figure 6F) . The NEDL at λ p3 is 1 × 10 −6 RIU (see Figure 6G) . We consider λ p3 as a near optimized choice with a relatively high sensitivity and a low NEDL. Figure 9A shows the measured elastic-light-scattering images upon the buffer solution and the three test solutions. Figure 9B shows the corresponding pixelized patterns. Figure 9C shows the corresponding calculated correlation coefficients. Figures 9D-F show the mapping of ρ p and ρ s values with the library (see Supplementary Material S9 for detailed mappings).
For solution X, however, we observe an almost dark scattering pattern, which suggests that λ p3 upon solution X is relatively shifted out of the transmission band. Both the extracted ρ p and ρ s values out of ρ j (λ p3 ) upon solution X are particularly low. By mapping the extracted ρ j (λ p3 ) values with the library, we find no match to indicate the corresponding ∆nx. Therefore, in the case that there is a chance to measure a large ∆n near ∆n d (in the order of 10 −2~1 0 −3 RIU in this case), it is better to position λp close to the red-side of the transmission band in order to leverage the dynamic range given by ∆λ BW in full.
For solution Y, we acquire a ∆n Y of~(1.04 ± 0.02) × 10 −3 RIU. For solution Z, we acquire a ∆n Z of~(1.24 ± 0.1) × 10 −4 RIU. Both sensing results agree with the prepared concentrations of solutions Y and Z. Compared with the sensing result of solution Z at λ p1 , we obtain a more accurate value of ∆n Z with a much improved uncertainty. We attribute this to a higher sensitivity and a lower NEDL at λ p3 than those at λ p1.
Discussion
Here, we benchmark our work with other silicon-and SiN-based on-chip optical biochemical sensors that have been demonstrated in recent years, including our previous work (Wang et al., 2014) , as summarized in Table 2 . All of the work including this work have attained a detection limit of 10 −7~1 0 −4 RIU. Two of the microcavity-based sensors (Ghasemi et al., 2013; Doolin et al., 2015) and three of the MZI-based sensors (Duval et al., 2013; Misiakos et al., 2014; Dante et al., 2015) operate on the SiN-based platform in the visible wavelengths.
Most of the reported microcavity-based sensors in the literature (except Ghasemi et al., 2013; Doolin et al., 2015) operate in the telecommunication wavelengths (1.3/1.55 µm) and require a wavelength-tunable laser and a non-silicon photodetector. Whereas, our CROW sensor operating in the visible wavelengths only requires in principle a fixed-wavelength visible laser diode and a silicon CCD/CMOS camera after the library preparation.
In terms of the sensor calibration, the main difference between our library preparation and the conventional calibration process for a microcavity-based sensor is the recording of the pixelized patterns instead of single intensity values. A typical calibration for a conventional microcavity-based sensor [e.g., De Vos et al. (2007) and Iqbal et al. (2010) ] involves scanning laser wavelength across a narrow transmission band. As an example, in the work of De Vos et al., calibrating the spectral sensitivity of a microring sensor of Q~20,000 involved measuring the microring transmission spectrum three times for each of the four given NaCl solutions with different concentrations (De Vos et al., 2007) . In contrast, our library preparation involves scanning laser wavelength across the CROW transmission band, recording the pixelized patterns at each wavelength step corresponding to the refractive index interval ∆n i and deriving the corresponding correlation coefficients with the eigenstate patterns. The pattern recording and additional computation of the correlation coefficients render our library preparation more reliable and tolerant to the equipment noises that are common to all pixels compared with recording single intensity values multiple times.
A major issue requiring further developments is the significant variation of sensitivity values upon different probe wavelengths. We can modify the CROW design in order to attain a more uniform sensitivity (see Supplementary Material S10). Our modeling results suggest that an imperfect CROW with a reduced cavity size along with an enhanced inter-cavity coupling coefficient offers a more uniform sensitivity. Upon a small cavity radius R = 10 µm and a strong inter-cavity coupling coefficient Duval et al. (2013) Si 3 κ~0.9, we obtain for an imperfect eight-microring CROW a modeled sensitivity of~384 ± 153 RIU −1 , with an improved nonuniformity ratio of~0.40 compared to the modeled ratio of 0.52 following our experimental device parameters. Assuming a practical sensitivity of~100 RIU −1 , the width of the modeled probe wavelength window with a sensitivity >100 RIU −1 is 2.2 nm, which is much improved compared to the modeled width of 1.1 nm following the experimental device parameters. If a higher practical sensitivity of 300 RIU −1 is desired, the modeled probe wavelength window width with a sensitivity >300 RIU −1 is~1.56 nm, which is still sufficiently wide for practical applications. Based on our current imperfect CROW model, we can further design the CROW with tailored non-uniform parameters to optimize the sensitivity and sensitivity variation.
In summary, we demonstrated a SiN CROW-based sensing scheme in the spatial domain in the visible wavelengths. Given a calibrated CROW sensor, this sensing scheme in principle only requires a low-power, fixed-wavelength laser source in the visible wavelengths and a silicon CCD or CMOS camera to image the elastic-light-scattering patterns in the far field. Our proof-of-concept experiment using an eight-microring CROW on the SiN-on-silica platform showed an average sensitivity of~2 81 ± 271 RIU −1 and a NEDL of 2 × 10 −8~1 × 10 −4 RIU. Our blind sensing tests using NaCl solutions showed a detection of~1.26 × 10 −4 RIU. Therefore, we have shown that such a chip-scale, microresonator-based SiN CROW sensor operating in the visible wavelengths is promising as a potentially highperformance, portable, and low-cost optical biochemical sensor for applications such as point-of-care biochemical analyses and self-monitoring of personal healthcare using smartphones.
